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Summary of test results 
 

  

Applicant: h/p/cosmos sports & medical gmbh  

Am Sportplatz 8 

83365 Nussdorf-Traunstein  

Tel.: +49 8669 8642-0 

Equipment Under Test: treadmill h/p/cosmos 150/50 G7 

Model Number: pluto® ef med | serial no. cos31012-0001 
Basic UDI-DI: 4050588cos31000R4 
UDI-DI: 40505880036234 
as reference model for the entire h/p/cosmos treadmill 
family: “treadmill h/p/cosmos 150/50 G7” including pluto (lt) 
med, mercury (lt) med 

Serial Number: cos31012-0001 

Test Date: 18.12.2023 - 21.12.2023 

Test Locations: Element Materials Technology Straubing GmbH 

Test Report Number(s): 230533-AU01+E01 

This summary of test results is based on the device tested under reference number  
230533-AU01+E01.  
The manufacturer is responsible to ensure that production meets the specified requirements 
on a permanent basis. 

  
Tested according to: 
  

EN 60601-1-2:2015 +A1:2021 (partly) 

 
Straubing, October 22, 2024 
 

   

Jonas Böckmann 

EMC Test Engineer 

 Christian Kiermeier 

Operations manager 

 


