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16 Disposal
Dispose the device according to European directive 2012/19/EU and the corresponding local disposal law.
Dispose the lubrication material according to the corresponding local disposal law.
Contact service@hpcosmos.com to receive further information or an offer regarding correct disposal by the manufacturer.
The deletion of personal data on the old devices must be carried out by the end user on their own responsibility.

17 Annex I
17.1 Installation
This device must only be unpacked, transported, installed, commissioned, instructed, maintanined and repaired by h/p/cosmos 
service personnel (see maintenance).
If the packaging has been damaged, please contact service@hpcosmos.com immediately.
Make sure no objects, sand, stones, liquids, towels, jewellery, cell phones, containers with liquid etc. can fall into the device or onto 
the running surface or underneath the running belt.

It is the customer’s responsibility to ensure the following conditions before the installation:
	❚ There must be a separate power circuit for the device (dedicated line and fuse).
	❚ There must be a separate wall socket for the device (electrically interlocked with circuit breaker 16A, type C).
	❚ The wall socket has to be marked with the serial number of the device to ensure it is connected to this socket only.
	❚ Use ground wire plugs with tested ground wires only. 
	❚ The intended location must provide a suitable potential equalization condition (e.g. PE-bolt).
	❚ If in compliance with local / national standards, use type B RCDs (residual current operated protective device).
	❚ Type B RCDs are used in cases where the application may create smooth DC residual current or contain frequencies higher than 

50 Hz. For example, three- phase devices containing a motor controlled by a three-phase variable speed drive (frequency inverter 
drive)
	❚ For some type B RCDs (measuring also DC direct current) an additional leakage current limiter may have to be installed.
	❚ The intended location must provide the requirements for electrical installation acc. to “technical data”.
	❚ The intended location must maintain the local requirements for electrical installation.
	❚ The wall socket has to be accessible at all times for maintenance and emergency disconnection situations.
	❚ The intended location must meet the environmental conditions (see “technical data”).
	❚ The intended location must be capable of bearing the load of the device (see “technical data”).
	❚ The intended location must provide the safety area and free area as stated in “position of subject and operator”.
	❚ The intended location must provide a ceiling height, high enough for device + accessories (fall prevention).
	❚ The intended location must provide a stable, levelled and non-slippery base/floor to prevent noise, bouncing or malfunction.
	❚  A minimum of two people are required when lifting, lowering or moving the treadmill.
	❚  Route power cord and communication cable away from moving parts and potential walking areas.

The manufacturer does not assume liability for any damage, complaints or missing parts that are not reported immediately upon 
delivery on the packing list/delivery note.
Disconnect power plug when device ist not used for long periods.
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No. Information Chapter Check

1. These instructions for use are available on request as print version at service@hpcosmos.com
Please refer to the latest version of this document, available at: www.hpcosmos.com

-

2. The instructions for use are to be read in full before starting with the operation. -
3. The safety information is explained and understood in detail. Safety
4. The safety information must be displayed within sight of the device. Safety
5. The function of all safety equipment is explained in detail. Safety
6. The necessity and the use of a fall prevention system is explained in detail. Safety
7. Exclude access of unsupervised children (< 14 years) onto or near any parts of the device has 

been explained.
Position of S+O

8. The residual risk of strangulation and trapping of clothes / shoes / fingers / hair or other (body) 
parts in the elevation system, belt re-entry-zones or other moving parts can not be excluded has 
been explained.

Position of S+O

9. The functions of the UserTerminal with keys, displays, programs, software and connectors are 
explained in detail.

UserTerminal

10. The general use is explained (incl. manual, profile, cardio and test mode). Operation
11. The competences and intervals for maintenance are explained. Maintenance
12. The adjustment of the running belt is explained in detail. Maintenance
13. The lubrication of the device and owner’s observation duties are explained in detail. Maintenance
14. The accompanying documents are explained and handed over. -

17.2 Commissioning and instruction protocol
When installing the device, the h/p/cosmos service personnel instructs the intended operator according to the instructions for 
use, following this instruction protocol.
With the name and signature on the commissioning and instruction protocol, the customer confirm that the installation, 
commissioning and instruction has been performed correctly and instructed persons fully know how to operate the device 
safely. The instructed persons confirm they are able to instruct further operators according to this protocol.

http://www.hpcosmos.com 
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17.3 Commissioning and instruction protocol, signatures
By signing this protocol, the authorized h/p/cosmos service personnel and the customer confirm the receipt and understanding of all 
safety information, the performed instruction and commissioning according to the instruction protocol [cos15228-03]. The customer 
confirms the receipt of the listed devices including all accessories and options according to the h/p/cosmos delivery note. Disregard 
of safety information, intended or forbidden use, as well as unauthorized maintenance or lack of maintenance and regular safety 
checks may lead to injury or even death and can damage the device. Furthermore, this will result in loss of liability and warranty. 
Please fill out the instruction protocol and send it back to h/p/cosmos by fax (+49 18 05 16 76 69), email (sales@hpcosmos.com) or 
mail.

h/p/cosmos device, model name device serial number

in
st

ru
ct

or name in clear block letters h/p/cosmos dealer / technician date and signature

in
st

ru
ct

ed
 p

er
so

ns
 (c

us
to

m
er

, o
pe

ra
to

r, 
et

c.) name in clear block letters h/p/cosmos dealer / technician date and signature

h/p/cosmos sports & medical gmbh
Am Sportplatz 8
DE-83365 Nussdorf-Traunstein
Germany

customer´s stamp / address:
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17.4 User Options OP (details)

Option Description Comment / Display

OP01 Reset (delete) error messages

Note: This option exclusively resets the causing 
variable. If, for example, the E.02 service-time-
interval is being reset with this operation, the 
distance-interval is not reset and vice versa. 
Only administrator option A-OP 47 resets all 
three values simultaneously.

The required maintenance work must be performed before deleting 
error messages. The h/p/cosmos service department must be 
contacted before one of the service displays or error codes is deleted!

Confirmation on display  indicating "donE" 
 Info: This option only resets the error message. If the error still exists, 
you are not able to reset the error message. In this case consult an 
authorized service engineer
 
The following intervals are reset by this operation: 
E.01: Oil-interval A-OP35
E.02: Service-time-interval A-OP37
E.02: Service-distance-interval A-OP38

OP02 Total distance covered (km)  and  indicates: Total distance covered in km

 indicates km

OP03 Indication of total hours of operation 
= stand-by-time including runtime of motor/ 
running belt (h)

 and  show: Operation hours

 reports: h

OP04 Indication of total hours of 
 runtime of motor/running belt (h)

 and  report: Operation hours

 shows: h

OP05 Indication of firmware version and date  reports “OP05”       reports “typE”

 indicates device type, e.g. “1.4”

 indicates: „MCU 5“   reports version, e.g. “1.01.1”

 reports default type, e.g. 1.3

OP06 Adjustment of actual date and the real time clock  shows: rtc for Real Time Clock

 reports flashing: Date / time, year, month, date, hours, minutes, 
seconds

OP07 Acoustic heart rate signal This function is normally used to control the regularity of the heart rate 
or to find reasons for transmitting problems 

 indicates: OFF or ON 
OFF: No acoustic heart-rate-signal  
ON: Acoustic heart rate signal for every beat

OP08 Stop time / deceleration time after STOP key in 
relation to the max. speed

 indicates: Stop time in sec.

 indicates: sec for seconds
Adjustable from 2.... 30 seconds

OP09 Start speed (manual mode or cardio mode) for 
feedback after START key has been pressed.
This value can be reduced to 0.0 km/h for 
advanced users.

 indicates: start speed in km/h
 max flashing
 set unit is flashing
Adjustable from 0.0 km/h ... 5.0 km/h
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Option Description Comment / Display

OP11 Scaling of the profiles in profile mode (not for 
test mode)

 shows: Scaling possibilities
0: No scaling (standard)
1: Scaling 1...6, which is shown in the profile mode on the INDEX 
display, refers to all parameters together (speed, elevation, time)
2: Scaling 1...6 refers to each parameter individually (speed, elevation, 
time) 

OP12 Unit for display of speed  indicates: Unit of speed
... without decimal place:
3 = m/min
... with one decimal place:
0 = km/h     1 = m/s     2 = mph    23 = m/min
... with two decimal places:
20 = km/h     21 = m/s     22 = mph
 km/h, m/s, mph or m/min flashes

OP13 Unit for display of distance  indicates: Unit of distance
0 = km          1 = miles         2 = m
 m, km, or miles flashes

OP14 Unit for angle of elevation  indicates: Unit of elevation
0 = % (per cent)          1 = ° (degree)
 % or ° flashes

OP15 Subject's body weight
(default value)

 indicates: 10 ... 250 (estimated weight)
 weight flashes
The personal body weight is necessary for a more correct calculation 
(estimation) of power and energy consumption.

OP16 Request for body weight
before manual or automatic start

0 = OFF. Request for body weight before starting a program is not 
required. Calculation of energy consumption and power is based on 
the body weight entered in option no. 15.
1 = ON. Input of body weight before starting a program is required. 
Calculation of energy consumption and power is based on the entered 
body weight.

OP17 Unit for energy consumption JOUL = kJoule is the unit of energy consumption 
CALO = kcal is the unit of energy consumption

OP18 Maximum speed in cardio mode (default value)

(this option is only available for treadmill-
ergometers, not for ladder-ergometers)

 reports: 0.0 ... max
for the default value for maximum speed in the cardio mode.
 adjusted unit flashes, de max. flashes
The value of max. speed in cardio mode can be changed online by 

pressing  

OP19 Setting of sender for POLAR W.I.N.D. system 0000 0000 =	� all senders are accepted (can also be set with UP and 
DOWN)

xxxx xxxx =	� only specific sender with special ID is accepted, must 

be set with  and 
9999 9999 =	� next sender will be accepted, saved and filtered 

(can also be set with UP and DOWN)
(further settings in user OP23 and administrator OP16 are necessary)
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Option Description Comment / Display

OP20 RS232 interface protocol: COM 1
Do not connect any devices, accessories or 
software, not listed in “accessories / compatible 
devices”.

 indicates flashing: number of the RS232 interface protocol

 and  reports:

OFF = RS232 not active / no protocol / interface deactivated
1 = h/p/cosmos coscom v1, v2, v3 with baud rate 9600 bps 

(standard setting COM 1 and COM 2)
3 =  " [...] [...] "
7 = TM treadmill emulation in km/h 

if available use: h/p/cosmos coscom (= 1) (not validated 
according to IEC 62304)

8 = TM treadmill emulation in miles per hour 
if available use: h/p/cosmos coscom (= 1) (not validated 
according to IEC 62304)

10 = Loop Back Test (special test plug required, available 
at h/p/cosmos)

11 = SunTech Tango blood pressure monitor  
(signal tunnel/loop only) (not validated according to IEC 
62304)

12 = Remote Control Hardware Terminal MCU 4 
(special hardware required)

20 = h/p/cosmos coscom v3 with baud rate 115200 bps
For coscom v3 / coscom v4 interface protocol 
implementation, dll files and support please visit  
www.coscom.org or contact service@hpcosmos.com

24 = h/p/cosmos coscom v4 with baud rate 19200 bps

For advanced h/p/cosmos coscom v3 connections with baud rate 
115200, please select OP20=20. Please note that the connected 
devices/software must be approved for h/p/cosmos coscom v3 with 
baud rate 115200 (for example h/p/cosmos para control® 4.1).

OP21 RS232 interface protocol: COM 2 See descriptions above

OP23 RS232 interface protocol COM 4  indicates flashing: Number of the RS232 interface protocol

 and  reports:
OFF = RS232 not active / no protocol / interface deactivated
18 = Chip-card reader PROXOMED (special hardware required)
20 = h/p/cosmos coscom v3 / baud rate 115200 bps
22 = POLAR W:I:N:D: - System (more adjustments in user option 
OP19 und administrator option OP16)
23 = Chip-card reader ProMedPlus (special hardware required)

OP27 Minimum acceleration and deceleration level

The selected minimum level is valid for all 
acceleration and deceleration processes in all 
modes and profiles.

 flashes, reports the min. acceleration / deceleration for all 
modes and profiles (standard: level 1)
Level of settings: 1 ... 5 but not higher than the value in option 28. For 
safety reasons, the acceleration / deceleration levels 5, 6 and 7 cannot 
be selected. Note: The selected acceleration and deceleration level is 
NOT valid for control and operation via RS232-interface. In this case 
the acceleration and deceleration level is set in option 29 or in the 
corresponding command of the h/p/cosmos coscom protocol.



cos105000_170-190_65, rev. 1.06© 1988 - 2024 h/p/cosmos sports & medical gmbh 109page 76 of

Option Description Comment / Display

OP28 Maximum acceleration and deceleration level

The selected maximum level is valid for all 
acceleration and deceleration processes in all 
modes and profiles

 flashes, reports the max. acceleration / deceleration for all 
modes and profiles (standard: level 4)
The maximum acceleration and deceleration level is NOT valid 
for control and operation via V24/RS232 interface. In this case 
the acceleration and deceleration level is set in option 29 or in the 
corresponding command of the h/p/cosmos coscom protocol.

OP29 Standard acceleration and deceleration level for 
RS 232 interface

The selected acceleration and deceleration level is valid for control 
and operation via RS232 interface. This option is very helpful if the 
peripheral equipment (e.g. ECG, ergospirometry, PC) does not offer a 
menu for acceleration and deceleration levels.

 flashing, reports: 1 ... 5, (standard: 1) for the acceleration and 
deceleration level for all speed commands via RS 232. The maximum 
adjustable value depends on the setting of option 28.
Note: If the peripheral equipment sends an acceleration and 
deceleration command via the h/p/cosmos coscom protocol, the 
selected level in option 29 or in the corresponding command of the 
h/p/cosmos coscom protocol.

OP40 Locking and unlocking of the treadmill OFF = After switching on, the treadmill is completely locked / not 
accessible. To unlock the treadmill, press the buttons +, - and START 
simultaneously.
While locked the display shows "no ACCESS"
ON = treadmill is unlocked / accessible (standard)

OP41 Locking and unlocking the manual mode OFF = manual mode is locked / not accessible
ON = manual mode is unlocked / accessible (standard)

OP42 Locking and unlocking the profile mode OFF = profile mode is locked / not accessible
1 ... 6 = profile mode is unlocked / accessible up to the selected profile 
number standard: 6
Example: Selected profile number = 3: The profiles 1-3 can be 
selected, the profiles 4 – 6 cannot be selected

OP43 Locking and unlocking the cardio mode OFF = cardio mode is locked / not accessible
ON = cardio mode is unlocked (standard)

OP44 Locking and unlocking the test mode OFF = test mode is locked / not accessible
1 ... 94 = test mode is unlocked / accessible up to the selected test 
profile number standard: 24
selected test number = 5: The test profiles 1-5 can be selected, the 
test profiles 6 – 94 cannot be selected

OP45 Report mode display “Index“ 0 = Display alternates (default)
1 = Display permanently in MET
2 = Display permanently in kJ
3 = Display permanently in Watt
After total switch off the default value 0 will be valid again.
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Option Description Comment / Display

OP47 Sustain values in display resp. automatic “Reset“ OFF = Display values are deleted after pressing START again or 
automatically 2 minutes after having pressed STOP (default)
ON = Display values will be continued (added) after pressing START 
again and will not be automatically deleted by pressing STOP.
Display values can only be deleted by pressing the STOP key twice 
(time, distance, energy).

OP46 Report mode display “Elevation“  in profile 
mode and test  mode

0 = Display alternates (default)
1 = Display permanently in % or degree (°), depending on OP14
2 = Display permanently in “Step“
After total switch off the default value 0 will be valid again.

OP48 Program step countdown OFF = The time display counts up each program step
ON = The time display counts down each program step
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18 Annex II (Pre- & self-defined tests)
18.1 UKK walk test
Caution!
The UKK test is a pure fitness test and must not be used for any kind of medical application and /or assessment.

UKK stands for Urho Kaleka Kekkonen, founder of the UKK Institute in Tampere, Finland.
The UKK walk test is a fitness test, calculating the UKK Fitness Index based on the measured heart rate within a 2 km walk at max. 
walking speed. The test requires POLAR heart rate measurement.

A UKK Fitness Index of 100 represents an average fitness.
A UKK Fitness Index <100 represents below average fitness, a UKK Fitness Index >100 represents above agerage fitness.

The UKK Fitness Index is calculated as follows (according to gender):
Men:	 Fitness Index = 420 + A x 0.2 – (T x 0.19338 + HR x 0.56 + [W : (H x H) x 2.6])
Women:	 Fitness Index = 304 + A x 0.4 – (T x 0.1417 + HR x 0.32 + [W : (H x H) x 1.1])

A (age) = Age in years,   HR (heart rate) = average heart rate during test in bpm,   T (time) = walking time for 2 km in s,
W (weight) = subject weight in kg,   H (height) = subject height in m

Before performing the UKK walk test, the subject must warm up and determine the max. walking speed.
During the test, the subject must walk as fast as possible for 2 km (heart rate approx. 80% of max). The subject must not run.
The treadmill measures the heart rate (via polar heart rate measurement) every 500 m.
Affter performing the test, the UKK Fitness Index is displayed.

The UKK walk test is suitable for subjects between 20 and 65 years old.
For subjects older than 65 years or overweight subject the results will be less accurate.
Athletes usually do not reach the required heart rate.

Refer to “test mode” for safety information and adjustment.

Basic functions Buttons / displays Further information

Select “test mode” with “+” or “-“ 
button
Selected mode flashes. 
Confirm with “enter”. 
“PR 01” flashes. 
Confirm with “enter”.

Device must be in “mode selection” 
(one of the mode LEDs flashes)
To get there, cancel all other 
activities by pressing the “stop”-
button.

Set 
− gender,
− age,
− height
− weight
with “+” or “-“
(corresponding LED flashes) 
Confirm each parameter with “enter”.

Select walking speed with “+” or “-“.

After 2,0 km, the speed is reduced 
to 50%.
After 5 more minuntes the test is 
terminated.

At the end the “index” display 
shows the UKK fitness index.

In case the device receives no or incorrect heart rate signals, an acoustic warning signal occurs.
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18.2 Graded test

18.3 Conconi test

Description Illustration

(e.g. for performance diagnostics based on lactate measurement) 
Refer to “test mode” for safety information and adjustment.

Parameter Default value
Starting speed 8.0 km/h
Increment 2.0 km/h
Acceleration level 4
Step length 3:00 min
Break time 0:30 min

Each parameter is adjustable.

STOP must be activated manually by the medical doctor.

Skip remaining break time:
Press “start” once	 restart after countdown
Press “start” twice	 restart immediately

Prolong break:
Press “-“ within break	 “pause” is indicated
Press “start” to continue	

Description Illustration

(e.g. for performance diagnostics based on heart rate measurement) 
Refer to “test mode” for safety information and adjustment.

Endurance test (max. heart rate test)
Standard load profile:
	❚ Starting speed: 8.0 km/h, must be changed according to the condition 
of the subject

	❚ Circuit (lap length): 200 m (can be changed)
	❚ Increment: 0.5 km/h (can be changed)

STOP must be activated manually by the medical doctor
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18.4 Bruce protocol

18.5 Naughton protocol

18.6 Balke protocol

Description Illustration

e.g. for ECG stress test 
Refer to “test mode” for safety information and adjustment.

Step Duration (min) Speed (km/h) Elevation (%)
1

3:00

2.7 10
2 4.0 12
3 5.4 14
4 6.7 16
5 8.0 18
6 8.8 20
7 9.6 22

Description Illustration

e.g. for ECG stress test 
Regard chapter “test mode” for safety information and adjustment.

Step Duration (min) Speed (km/h) Elevation (%)
1

3:00 3.0

0.0
2 3.5
3 7.0
4 10.5
5 14.0
6 17.5

Description Illustration

e.g. for ECG stress test 
Refer to “test mode” for safety information and adjustment.

Step Duration (min) Speed (km/h) Elevation (%)
1

2:00 5.0

2.5
2 5.0
3 7.5
4 10.0
5 12.5
6 15.0
7 17.5
8 20.0
9 22.5
10 25.0
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18.8 Ellestad A protocol
Description Illustration

e.g. for ECG stress test 
Regard chapter “test mode” for safety information and adjustment.

Step Duration (min) Speed (km/h) Elevation (%)

1

3:00

2.7

10.0
2 4.8

3 6.4

4 8.0

18.9 Ellestad B protocol
Description Illustration

e.g. for ECG stress test 
Refer to “test mode” for safety information and adjustment.

Step Duration (min) Speed (km/h) Elevation (%)
1

3:00

2.7 10.0
2 4.8 10.0
3 6.4 10.0
4 8.0 10.0
5 8.0 15.0
6 9.6 15.0

18.7 Cooper protocol
Description Illustration

e.g. for ECG stress test 
Refer to “test mode” for safety information and adjustment. 

	❚ Start at 5.3 km/h and 0% elevation
	❚ After 1 minute elevation increases to 2 %
	❚ After another minute, the elevation is increased by 1% every minute
	❚ When elevation is 25 % elevation stays constant and the speed is 
increased by 0.32 km/h every minute

STOP must be activated manually by the medical doctor.



cos105000_170-190_65, rev. 1.06© 1988 - 2024 h/p/cosmos sports & medical gmbh 109page 82 of

18.11 Gardner test protocol
Description Illustration

For application in angiology 
Refer to “test mode” for safety information and adjustment.
Pre-test phase: Subject stands on the footboards, not on the belt.

The Gardner test protocol serves to evaluate the 
maximum walking distance of peripheral arterial 
disease subjects with intermittent claudication.
The test is to be performed under constant supervision 
of a medical doctor.

The subject first stands on the side footboards of the 
running machine and not on the belt. Start test profile 
11 and the belt speeds up to 3.2 km/h. As the subject 
steps onto the running belt, the doctor presses the 
START key again. By pressing the START key the 
second time, the displays will be reset to zero.

 

     

Step Duration 
(min:sec)

Speed 
(km/h)

Elevation  
(%)

Total time 
(min:sec)

0 until START 
is pressed 3.2 0 until START 

is pressed

Test phase: Subject steps onto the running belt.

1 02:00 3.2 0 2:00
2 02:00 3.2 2 4:00
3 02:00 3.2 4 6:00
4 02:00 3.2 6 8:00
5 02:00 3.2 8 10:00
6 02:00 3.2 10 12:00
7 02:00 3.2 12 14:00
8 02:00 3.2 14 16:00
9 02:00 3.2 16 18:00

10 02:00 3.2 18 20:00
11 30:00 3.2 18 50:00

18.10 Ramp profile
Description Illustration

(not available for every model) 
Refer to “test mode” for safety information and adjustment.

Ramp profile with 2 parameters:
	❚ Target speed standard: 10.0 km/h; adjustable from 0 to maximum 
speed of the treadmill.

	❚ Time for reaching target speed in seconds: standard: 10 seconds; 
adjustable from 0 to 99 seconds
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Basic functions Buttons / displays Further information

Select “test mode”  
with “+” or “-“ button
Selected mode flashes.

Confirm with “enter”.

Device must be in “mode selection” 
(one of the mode LEDs flashes)
To get there, cancel all other 
activities by pressing the “stop”-
button.

Select self-defined test (21 – 40)  
with “+” or “-“
Confirm with “enter” for at least 5 s.

Select speed for step 1  
with “+” or “-“.
Confirm with “enter”.

Select distance for step 1  
with “+” or “-“.
Confirm with “enter”.

Select distance “0” in order to 
program this step by time.

Select time for step 1  
with “+” or “-“.
Confirm with “enter”.

Select time “0:00” in order to 
program this step by distance.

Select elevation for step 1  
with “+” or “-“.
Confirm with “enter”.

18.12 Self-defined tests
Tests 21 – 40 are freely definable with up to 40 program steps.
Follow the instructions below to program an individual test.
The “heart rate” display will show the current program step.
Use “up” and “down” to scroll through the program steps.
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Basic functions Buttons / displays Further information

Select acceleration for step 1  
with “+” or “-“.
Confirm with “enter”.

The acceleration level is displayed 
in the “index” display.

Proceed the same way for further 
steps.

Make sure all steps after the last one 
have a speed of “0 km/h”.

Press “start” for at least 5 s to save 
the program and exit programming.
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Emergency stop retrofitting [cos15933, cos100548, cos15294]
Title Description

Short description Additional emergency stop buttons

cos15933	 Emergency stop button with magnet holder 5m
cos100548	 Emergency stop button with magnet holder 10m
cos15294	 Emergency stop ext. without attachement 5m
cos15294 L10m	 Emergency stop ext. without attachement 10m
cos15294 L15m	 Emergency stop ext. without attachement 15m

Illustration

with magnet holder without attachement

Application Operation Result Release Restart

Push button

Running belt stops 
with predefined 
deceleration
Movement of 
elevation system 
stops
UserTerminal 
displays “pull stop”
Mains connection 
and interface 
communication not 
interrupted

Release button Restart application

Additional safety information N/A

Technical data N/A

Additional accessories N/A

Installation By operator

Further information https://www.hpcosmos.com/en/products/individual-products/emergency-stop-button-
magnet-holder-5-m-spiral-cable

19 Annex III (Accessories)

https://www.h-p-cosmos.com/en/products/individual-products/emergency-stop-button-magnet-holder-5-m-s
https://www.h-p-cosmos.com/en/products/individual-products/emergency-stop-button-magnet-holder-5-m-s
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Arm support, optional stop button [cos10107, cos10108]

Title Description

Short description Additional emergency stop, integrated into arm support

Illustration

Application Operation Result Release Restart

Push button

Running belt stops 
with predefined 
deceleration
Movement of 
elevation system 
stops
UserTerminal 
displays “pull stop”
Mains connection 
and interface 
communication not 
interrupted

Release button Restart application

Additional safety information N/A

Technical data N/A

Additional accessories N/A

Installation By h/p/cosmos service personnel, only

Further information https://www.hpcosmos.com/en/products/individual-products/additional-stop-button-right

https://www.h-p-cosmos.com/en/products/individual-products/additional-stop-button-right
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Additional keyboard for h/p/cosmos treadmills [cos100815, cos100680]

Title Description

Short description Additional keyboard (no display!) with magnet holder for remote control of h/p/cosmos 
treadmill ergometer or  h/p/cosmos ladder ergometer.

Illustration

Application The additional keyboard allows full control over all functions of the MCU like:
				    START + STOP
elevation:		 UP  and  DOWN
speed:		  +   and   -

Additional safety information See safety information for the treadmill.

Technical data Connection: 	 plug 7-pin male, screwed
L x W x H: 	 20 x 8 x 2 cm
Cable:		  coiled cable, extendable up to 2 meters

Additional accessories cos100816: Extension cabel for h/p/cosmos additional keyboard

Installation By operator

Further information https://www.hpcosmos.com/en/products/individual-products/hpcosmos-additional-
keyboard
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PC-software para control [cos10071-v4.1.0]

Title Description

Short description The h/p/cosmos para control is designed for remote control of medical devices.
But it does not perform medical diagnosis or evaluation.
The read out data shall not be the basis for diagnosis or evaluation.

For remote control of all h/p/cosmos running machine and ladder-ergometers with 
MCU2, MCU3, MCU4 and MCU5. The parameters and the keyboard of the treadmill 
are displayed on the PC and keys can be simulated for remote control of the running 
machine or the ladder ergometer.

Illustration

Application See separate instructions for use.

Additional safety information See separate instructions for use.

Technical data Min. processor:	 Pentium IV
OS	 Windows XP / Vista / 7
RAM	 1 GB (2 GB recommended)
Free HD	 200 MB
Resolution	 1280 x 1024
Microsoft .NET Framework 3.5 Service Pack 1
Microsoft® DirectX 9.c

Additional accessories cos12769-01		  USB-RS232 converter
cos00097010034	 Interface connection cable RS 232 5 m
cos00097010035	 Interface connection cable RS 232 10 m

Installation By operator
Install from h/p/cosmos media stick or download from website (see below).

Further information https://www.hpcosmos.com/en/products/software/hpcosmos-para-control-410

https://www.h-p-cosmos.com/en/products/software/hpcosmos-para-control-410
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Heart rate measurement POLAR non-coded [cos102818]
Title Description

Short description Heart rate measurement, non-coded

Illustration

Application Apply chest belt as shown:

Additional safety information and 
exercise test stop criteria

	❚ WARNING! Heart rate monitoring systems may be inaccurate.
	❚ Incorrect or over exercising may result in serious injury or death.
	❚ If you feel faint or dizzy stop exercising immediately and consult a medical doctor.
	❚ Further exercise test stop criteria see guidelines for various treadmill exercise and 
treadmill tests.

Technical data Transmission radius:   approx. 1m
Further data see accompanying POLAR documents or www.polar.com.
Troubleshooting:
In case the heart rate is not displayed:
- Chest belt might be applied incorrectly (see application above)
- Other chest belt than POLAR T31 or T34 is used (see print)
If the heart rate is not displayed or displayed incorrectly:
There might be interferences with
- Screens, computers, printers, mobile phones and any radio engineering systems
- Electric devices, electric motors, transformers
- High-voltage transmission lines, also from trains
- Strong fluorescent tubes nearby
- Central heating radiators
- Other electric devices
In order to prevent interference of the running machine, place the device at some 
distance away from such sources of interference. Do not rely on the indicated values if 
you suspect interference.
Please refer to the instructions provided by the manufacturer, POLAR.

Additional accessories cos10905	 POLAR chest belt XS
cos10906	 POLAR chest belt S
cos10165	 POLAR chest belt M
cos10907	 POLAR chest belt L
cos10902	 POLAR transmitter set T31
cos15178	 POLAR transmitter set T34 (extended range)

Installation By h/p/cosmos service personnel, only

Further information N/A
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Heart rate measurement POLAR H10 [cos101787-01]
Title Description

Short description Heart rate measurement coded

Illustration          

Application Apply chest belt as shown:

Additional safety information and 
exercise test stop criteria

	❚ WARNING! Heart rate monitoring systems may be inaccurate.
	❚ Incorrect or over exercising may result in serious injury or death.
	❚ If you feel faint or dizzy stop exercising immediately and consult a medical doctor.
	❚ Further exercise test stop criteria see guidelines for various treadmill exercise and 
treadmill tests.

Trouble-shooting 	❚ In case the heart rate is not displayed or not displayed correctly:
	❚ The heart rate transmitter might not yet be paired (click on heart symbol)
	❚ The heart rate transmitter might not be compatible (see print on transmitter)
	❚ 	The heart rate transmitter might be applied incorrectly (see above) or skin is too dry
	❚ 	The battery of the heart rate transmitter might be low
	❚ 	There might be interferences with electric devices such as

Screens, computers, printers, mobile phones and any radio engineering systems, electric 
motors, transformers, high-voltage transmission lines, also from trains, strong fluorescent 
tubes, central heating radiators, etc.

In order to prevent interference avoid the vicinity of such devices.

Do not rely on the indicated values if you suspect interference.

Please refer to the instructions provided by the manufacturer, POLAR.

www.polar.com.

Additional accessories cos100420b	 POLAR H10 transmitter

Installation By operator

Further information https://www.hpcosmos.com/en/polar-heart-rate-sensor-h10
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Heart rate measurement POLAR OH1 [cos101787_OH1]
Title Description

Short description Polar OH1 is a compact optical heart rate sensor (coded with Bluetooth transmission) 
that measures heart rate from your arm or temple.

Illustration          

Application Apply sensor and belt as shown:

Additional safety information and 
exercise test stop criteria

	❚ WARNING! Heart rate monitoring systems may be inaccurate.
	❚ Incorrect or over exercising may result in serious injury or death.
	❚ If you feel faint or dizzy stop exercising immediately and consult a medical doctor.
	❚ Further exercise test stop criteria see guidelines for various treadmill exercise and 
treadmill tests.

Trouble-shooting 	❚ In case the heart rate is not displayed or not displayed correctly:
	❚ The heart rate transmitter might not yet be paired (click on heart symbol)
	❚ The heart rate transmitter might not be compatible (see print on transmitter)
	❚ 	The heart rate transmitter might be applied incorrectly (see above) or skin is too dry
	❚ 	The battery of the heart rate transmitter might be low
	❚ 	There might be interferences with electric devices such as

Screens, computers, printers, mobile phones and any radio engineering systems, electric 
motors, transformers, high-voltage transmission lines, also from trains, strong fluorescent 
tubes, central heating radiators, etc.

In order to prevent interference avoid the vicinity of such devices.

Do not rely on the indicated values if you suspect interference.

Please refer to the instructions provided by the manufacturer, POLAR.

www.polar.com.

Additional accessories N/A

Installation By operator

Further information N/A
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Arm support, adjustable [cos12013]

Title Description

Short description The h/p/cosmos arm supports are a simple solution for unweighting of the subject. 
Height and width adjustability offers a wide field of application.

Illustration

Application Adjust the arm support by pulling 
the locking element and turning 
the segments.
Hold free segments with other 
hand.
Scales on each joint allow 
reproducibility.

Additional safety information 	❚ Do not adjust under load.
	❚ Use caution at squeeze and shear points.
	❚ Make sure the hand grips are in upright position during use.
	❚ Do not use for running.
	❚ Position arm supports outside of training area when running.
	❚ Do not use on bare skin.
	❚ Do not leave the arm support in a position that projects into running area
	❚ Before loading, make sure the adjustment elements are correctly locked.
	❚ Do not use the arm supports with reverse belt rotation.

Technical data Adjustability:	 Height and width via 3 joints
Measurements:	 48 x 42.5 x 26 cm each (packed)
Weight:	 10.7 kg each
Max. subject weight:	 140 kg
Max. subject weight of treadmill is reduced when combined with arm support.

Additional accessories cos100680	 additional keyboard for arm support
cos14135	 keyboard holder for arm support
cos10107	 additional stop button in right arm support
cos10108	 additional stop button in left arm support

Installation By h/p/cosmos service personnel, only

Further information https://www.hpcosmos.com/en/products/individual-products/adjustable-arm-supports-
scale-0deg-handrail-shape

https://www.h-p-cosmos.com/en/products/individual-products/adjustable-arm-supports-scale-0deg-handra
https://www.h-p-cosmos.com/en/products/individual-products/adjustable-arm-supports-scale-0deg-handra
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robowalk expander [cos30022, cos30023]
Title Description

Short description The h/p/cosmos robowalk expander supports gait training. 
Expander ropes, attached to the limbs, support or load the subject.

Illustration

Application The h/p/cosmos robowalk® expander is attached to the h/p/cosmos treadmill. In total it 
consists of 8 expander cables, 4 in the front, and 4 in the rear. The expander cables are 
attached to the patient via leg cuffs. 
With the h/p/cosmos robowalk® expander you can either support or load the patient.

Additional safety information Do not use the cuffs on bare skin.
Take special care for your fingers around the cable rolls and adjustment bolts to prevent 
squeezing.
Mandatory fall prevention device for any applications with robowalk expander. A safety 
lanyard (pull cord device with magnet clip, etc.) is not considered to be sufficient to 
prevent from falling!

Technical data
robowalk front [cos30022]

Height:	 approx. 110 cm	 (depending on treadmill)
Weight:	 approx. 15 kg	 (depending on treadmill)
Max. pulling force:	 50 N per rope

Technical data
robowalk back [cos30023]

Height:		  approx. 80 cm	 (depending on treadmill)
Weight:		  approx. 25 kg	 (depending on treadmill)
Max. pulling force:	 50 N per rope

Additional accessories cos101051-XS	 leg cuff XS shank	 (for circumference 14 … 27 cm)
cos101050-S	 leg cuff S thigh	 (for circumference 25 … 39 cm)
cos101050-M	 leg cuff M	 (for circumference 36 … 51 cm)
cos101050-L	 leg cuff L		 (for circumference 49 … 75 cm)

Installation By h/p/cosmos service personnel, only

Further information https://www.hpcosmos.com/en/products/individual-products/robowalk-expander-f-15050

https://www.h-p-cosmos.com/en/products/individual-products/robowalk-expander-f-15050
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OptoGait, OptoJump [cos102065, cos102054]
Title Description

Short description Optical measurement of gait parameters

Illustration

Application 	❚ Clip Optogait / Optojump into optofix profiles.
	❚ The fastening profiles can be fixed without tools, only by magnetic force.
	❚ The option is independent of the frame height. 
	❚ Analysis via external PC (software included).

Additional safety information Do not step on the fixed bars or fastening profiles!

Technical data Length:	 120 cm
Width:	 10 cm
Height:	 15 cm

Additional accessories cos103386	 optofix
cos100699_LED	 speedcontrol software

Installation By operator

Further information https://www.hpcosmos.com/en/products/medicine-therapy/motion-analysis-optogait



cos105000_170-190_65, rev. 1.06© 1988 - 2024 h/p/cosmos sports & medical gmbh 109page 95 of

optofix [cos103386]
Title Description

Short description Option for fixing optogait / optojump on treadmill

Illustration

Application

	 Attach optopfix to readmill (magnet) 		  Attach optopgait/optojump  
							       to optofix (clamp)

This option makes it easy to fix optogait / optojump bars on the treadmill.
The fastening profiles can be fixed without tools, only by magnetic force.
The option is independent of the frame height.
Do not step on optofixTM!

Additional safety information Do not step on the fixed bars or fastening profiles.
In case there is no optogait / optojump, the optofix has to be removed.
not usable with mounted footboard.

Technical data Length:	 12 cm
Width:	 8.6 cm
Height:	 14.9 cm

Additional accessories cos102065	 optogait kit 1m
cos102054	 optojump kit 1m

Installation By operator

Further information https://www.hpcosmos.com/en/optofix 
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Satellite PC med [cos14970-03]
Title Description

Short description PC unit certified as medical electrical system with h/p/cosmos treadmills

Illustration

Application External treadmill control as well as data analysis.
Use of software such as paracontrol, gaitway 3D, zebris, noraxon, etc.

Additional safety information Do not step on the fixed bars or fastening profiles!

Technical data measurements: 150 x 60 x 100 cm
mass: 80 kg

Additional accessories N/A

Installation By h/p/cosmos service personnel, only
Regard wiring diagram, provided on following website.

Further information https://www.hpcosmos.com/en/products/supplies-options/hpcosmos-satellite-pc-med
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Safety arch [cos10079-01]
Title Description

Short description The h/p/cosmos safety arch prevents the subject from falling.
Furthermore, it stops the treadmill in case of falling.

Illustration

Application 1. Put on the safety harness 
(h/p/cosmos logo at front).

2. Use the carabine to connect the 
safety harness with the rope.

3. Adjust the length of the rope in a
way the subject has to maintain the
correct positon (see chapter
“positon of subject and operator”). 

4. See chapter “fall prevention
devices”

Additional safety information See safety information for the treadmill.

Technical data Max. subject weight:	 300 kg
Max. subject height:	 200 cm
Min. triggering force:	 30 kg 
Min. room height:	 250 cm (treadmill at 0% elevation)
	 275 cm (treadmill at 25% elevation)

Additional accessories cos14903-03-XXS	 harness/chest belt XXS	 (chest circumference 45 … 65 cm)
cos14903-03-XS 	 harness/chest belt XS 	 (chest circumference 55 … 75 cm) 
cos14903-03-S 	 harness/chest belt S 	 (chest circumference 65 … 95 cm) 
cos14903-03-M	 harness/chest belt M 	 (chest circumference 85 … 115 cm) 
cos14903-03-L 	 harness/chest belt L 	 (chest circumference 105 … 135 cm) 
cos14903-03-XL 	 harness/chest belt XL 	 (chest circumference 125 … 155 cm)

Installation By h/p/cosmos service personnel, only

Further information N/A
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Handrail, adjustable [cos102010], [cos102550], [cos102551]
Title Description

Short description handrails adjustable in height and width at both sides

Illustration

Application Height adjustment:
Pull locking knob and move 
handrail to desired position.
Hold free segments with other 
hand.

Width adjustment:
Loosen lever, turn swivel arm, 
tighten lever.

Additional safety information 	❚ Do not adjust under load.
	❚ Be careful with squeeze and shear points.
	❚ Pay attention to the right position of the handrails.
	❚ Before loading, make sure the adjustment elements are correctly locked.

Technical data
adjustability:

handrail tube length:	
tube diameter:
weight:
material:

150/50
height: 55 – 120 cm
width:  38 – 104 cm
150 cm
4 cm
69 kg
steel tube, powder coated

170-190/65
height: 75 – 120 cm
width:  62 – 128 cm
170/190 cm
4 cm
71 kg
steel tube, powder coated

Installation By h/p/cosmos service personnel, only

Further information https://www.hpcosmos.com/en/products/supplies-options/handrails-both-sides-
adjustable-17065
https://www.hpcosmos.com/en/products/supplies-options/handrails-both-sides-
adjustable-19065
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Handrail, short (speed) left / right [cos14763-01, cos102803]

Title Description

Short description extra short handrail for speed applications

Illustration

Application Subject may hold handrails for balance control. Holding handrails during use affects 
exercise results.

Additional safety information N/A

Technical data Lenght:
Diameter:
Height:
Weight:

132 cm
6 cm
98.5 cm
12 kg (each)

Additional accessories N/A

Installation By h/p/cosmos service personnel, only

Further information https://www.hpcosmos.com/en/products/supplies-options/handrail-left-shortened-speed-xx65
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Handrail very short [cos103322]
Title Description

Short description Very short handrail for better lateral sight

Illustration

Application Due to its short length, the handrails enable a good lateral sight on the subject. Thereof 
the application is for example in the area of motion analyses.  

Additional safety information Use of crossbar [cos102426] is obligatory!

Technical data Length:	 70 cm
Diameter:	 4 cm
Weight:	 1.3 kg

Technical data Length:			   40 cm
remaining grip length:	 18 cm 
diameter:			   6 cm
weight:			   1.3 kg
weight:			   steel tube, powder coated

Installation By h/p/cosmos service personnel, only

Further information N/A
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Reverse treadmill belt rotation [cos103330], [cos00098100045-02], [cos10181-03]
Title Description

Short description Reverse belt rotation for downhill running / walking

Illustration

Application Aktivate reverse belt rotation and start device without subject.
Observe running belt position and adjust if due.
Stop operation and guide subject onto device.
Explain and start operation.
Repeat procedure for switching to forward direction.

Additional safety information 	❚ Do not use without supervisory staff.
	❚ Do not switch during motion.
	❚ Max. speed for reverse belt rotation is reduced by default

Technical data speed range:	 0 … 5.0 km/h (3.1 mph) in reverse mode
	� no limitation in regular mode speed limit for reverse mode can be 

undone in case a fall prevention is used and in case there is no 
handrail crossbar or UserTerminal behind the subject.

Modification of	 standard belt is replaced by reinforced belt
basic device:	� with profiled surface and 5 mm thickness; belt guide rollers for running 

belt centering during reverse operation are added.

Installation By h/p/cosmos service personnel, only

Further information https://www.hpcosmos.com/en/products/individual-products/reverse-belt-rotation-
downhill-15050
https://www.hpcosmos.com/en/products/individual-products/reverse-belt-rotation-
downhill-17065

https://www.h-p-cosmos.com/en/products/individual-products/reverse-belt-rotation-downhill-15050
https://www.h-p-cosmos.com/en/products/individual-products/reverse-belt-rotation-downhill-15050
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Horizontal bar, semi-high [cos15133-05]
Title Description

Short description Crossbar for additional balance control

Illustration

Application applications with tall persons,
running with highly lifted knees

Additional safety It is not allowed to run with the back to the crossbar or to the UserTerminal to prevent 
from collision.

Technical data Compatible devices:      treadmill 170-190/65
Diameter:                       30 mm
Height:                           highest point approx. 200 mm above handrails
Weight:                          2,65 kg
material:                         powder coated steel

Installation By user

Further information https://www.hpcosmos.com/en/products/individual-products/handrail-crossbar-5036-
arched-grip-cover

https://www.h-p-cosmos.com/en/products/individual-products/handrail-crossbar-5036-arched-grip-cover
https://www.h-p-cosmos.com/en/products/individual-products/handrail-crossbar-5036-arched-grip-cover
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Footboard extra wide 170 / 190 [cos10228, cos102289, cos16586, cos14764]

Title Description

Short description footboard extra wide for speed applications

Illustration

Application N/A

Additional safety information N/A

Technical data
Lenght:
Width:
Weight:

170 (stellar / quasar)
167 cm
40 cm
22 kg (each)

190 (pulsar)
187 cm
40 cm
25 kg (each)

Additional accessories Separable handrails [cos14233-02] are necessary!

Installation By h/p/cosmos service personnel, only

Further information https://www.hpcosmos.com/en/products/supplies-options/footboard-right-extra-wide-
speed-17065
https://www.hpcosmos.com/en/products/supplies-options/footboard-left-extra-wide-
speed-17065
https://www.hpcosmos.com/en/products/supplies-options/footboard-left-extrawide-
speed-19065
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Safety arch retrofit / replacement kit h=220cm
(cos14424-01; cos14424-01ret; cos14425-01; cos14425-01ret)

Title Description

Short description retrofit kit is necessary to ensure the safe use of a treadmill for test persons with a body 
height of 220cm

Illustration

Application Choose position of rope outlet

Choose approx. triggering force

Additional safety information Putting on the safety vest properly

Technical data Compatible devices:	 treadmills 150/50 & 170-190/65
Dimensions:	 2600 x 1415 mm (each in assembled condition)
Weight:	 11,5 kg (only safety arch retrofit kit)
	 42,13 kg (complete system safety arch included retrofit kit))
Treadmill height:	 cos14424-01 ; cos14424-01ret
266cm in assembled condition at 0% elevation 
277cm in assembled condition at 25% elevation
cos14425-01 ; cos14425-01ret
266cm in assembled condition at 0% elevation
290cm in assembled condition at 28% elevation
material:	 powder coated steel

Installation Service technician
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Floor protection mat [cos103852]

Title Description

Short description retrofit kit is necessary to ensure the safe use of a treadmill for test persons with a body 
height of 220cm

Illustration

Application Remove foil from self-adhesive surface.
Place mats at the position of the rollers.
Place mats at the position of the adjustable feet (if needed).

Technical data Measurements:	 300 x 400 x 5 mm
Weight:	 250 g (each)

Installation By customer
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Wheelchair ramp [cos16186-02], [cos102931], [cos14664-03]
Title Description

Short description Wheelchair ramp supports entering the device with wheelchair subjects.

Illustration

Application Push subject with wheelchair onto treadmill.
Connect subject to fall prevention device.
Support subject so they can stand upright.
Remove wheelchair.
Start application.

Additional safety information 	❚ Do not use the device with wheels (bikes, wheelchairs, inline skates, etc.).
	❚ Unmeant trapping hazards: Take off ties, scarfs or other clothes that may be trapped. 
Secure long hair and ribbons during maintenance and training in order to prevent being 
captured in trapping zones.

The ramp must not touch the running belt.
Make sure the ramp cannot slip.
Always enter from the back, not from the side.
Do not install the ramp when running belt is in motion.

Technical data
Length:
Width:
Height:
Weight:

150/50
124 cm
82 cm
13 cm
22 kg

170-190/65
130 cm
91 cm
13 cm
27 kg

Additional accessories N/A

Installation By operator

Further information https://www.hpcosmos.com/en/products/supplies-options/wheelchair-ramp-
treadmill-15050
https://www.hpcosmos.com/en/wheelchair-ramp-treadmill-15050-lc
https://www.hpcosmos.com/en/products/supplies-options/wheelchair-ramp-
treadmill-170-19065
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Biomechanics - gaitway 3D [cos102999_XXX-XX]

Title Description

Short description The new gaitway 3d is a joint design by h/p/cosmos and Arsalis. 
It measures the ground reaction forces and torques in three directions and comes in 
three different deck sizes: 150/50cm, 170/65 and 190/65cm. each size is optimized for a 
range of speeds.

Illustration

Application The gaitway 3D offers a rigid construction to record optimal quality signals. The 
functionalities include a patient weighing scale, a recording of the ground reaction forces 
at rates up to 10 kHz, left and right force measurement for the vertical force during 
walking and an extensive list of biomechanical parameters of normal and pathological 
gaits.

Measurement specifications: Load range max.: 		  Fx, Fy, Fz 10 kN each
Resolution: 		  adjustable (12-375 mN/bit)
Measurement range: 	 adjustable (375-12000 N)
Sampling rate: 		  adjustable (100-1000 Hz)
Digital signals: 		  Trigger input: 5V TTL (BNC)
Sync output: 		  5V CMOS (BNC)
Zero input : 		  5V TTL (BNC)
AUX digital input: 		  5V TTL (BNC)
Alalog signals: 		  Fx, Fy, Fz 0…10V (Sub-D 9)
Communication: 		  Ethernet interface 10/100 Mbit/s (RJ45)

Additional accessories cos103752_xxx			   wooden baseplate
cos102999_xxx-xxelev	 gaitway elevation element
cos103971			   transport wheels for gaitway elevation element

Further information https://www.hpcosmos.com/en/products/software-measuring-technology/biomechanics-
gaitway-3d
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Elevation 0% to +20% for treadmill gaitway 3D 
[cos102999_150-50elev, cos102999_xxx-65elev]

Title Description

Short description motorized adjustment of the 3-component force measurement system gaitway 3D

Illustration

Application Position of the fixation 
screws
(Yellow marked)

1. Open all (8) fixation 
screws

2. Adjust elevation via User Terminal or gaitway software

3. Tighten all (8) 
fixations screws

Additional safety information Open the fixations screws after finishing measurement to prevent elevation adjustment 
with fixed screws.

Technical data Elevation:	 0...20.0 % (0...11.3°) motorized adjustment
	 (-20 %...+20 % when using optional reverse belt rotation)
Accuracy class: 	 A (high accuracy) according to EN 957-6
Access height:	 45 cm (2 x 22,5 cm via incl. additional step)
Room high:	 min. 285 cm
Net. weight: 	 approx. 400kg
Dimensions: 	 150/50 treadmill: L: 242cm W: 104cm H: 140cm (incl. treadmill)
	 170-190/65 treadmill: L: 258cm W: 127cm H: 175cm (incl. treadmill)

Additional accessories 19 mm ratchet spanner

Installation By h/p/cosmos service personnel, only

Further information https://www.hpcosmos.com/en/products/software-measuring-technology/biomechanics-
gaitway-3d

https://www.hpcosmos.com/en/products/software-measuring-technology/biomechanics-gaitway-3d
https://www.hpcosmos.com/en/products/software-measuring-technology/biomechanics-gaitway-3d
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The copyright of this document, media, design, software and intellectual property is owned by 
h/p/cosmos sports & medical gmbh, except where explicitly stated differently.  
Warning: All rights reserved. Unauthorized copying, reproduction, hiring, lending,  
public performance and broadcasting prohibited.
All technical data, descriptions, equipment variants and illustrations of devices, options and 
accessories are non-binding, in particular do not represent warranted characteristics and can 
deviate from offer and delivery.

The figures could show not selected options and equipment ranges.

For any service or sales enquiries, please have the model type and serial number of your device ready.
For service support, we recommend using Skype with webcam.

Service
phone	 +49 18 05 16 76 67		 (0.14€/min from German landlines, max. 0.42€/min from German mobile networks)

fax	 +49 18 05 16 76 69
email	 service@hpcosmos.com
Skype	 @hpcosmos.com (search & select name)

Sales
phone	 +49 18 05 16 76 67		 (0.14€/min from German landlines, max. 0.42€/min from German mobile networks)

fax	 +49 18 05 16 76 69
email	 sales@hpcosmos.com
Skype	 @hpcosmos.com (search & select name)

h/p/cosmos sports & medical gmbh
Am Sportplatz 8
DE 83365 Nussdorf-Traunstein, Germany
phone	 +49 18 05 16 76 67		 (0.14€/min from German landlines, max. 0.42€/min from German mobile networks)

fax	 +49 18 05 16 76 69
email	 email@hpcosmos.com
web	 www.hpcosmos.com

Person Responsible for Regulatory Compliance (PRRC):
Nadine Schott

EUDAMED ID Economic Operator Manufacturer:
SRN: DE-MF-000006147

https://ec.europa.eu/tools/eudamed/#/screen/search-eo/8169ea
ff-218b-4de5-8a7d-d777c597f865

